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33/77 
A two-component IIull-ty-pe microbalance has been developed to measure 

forces due to ion bombardment on a surface. The balance employs the prin- 

ciple of the attracted disk electrometer. The sensitivity can be adjusted 

by s i m p l y  changing the location of the center of gravity. Measurements of 

a f e w  micrograms of force in two perpendicular directions can be 

sinarltatleously. 
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IKCRODUCCION 

Forces resulting frcxn molecular and ionic bonibardment modify the trajec- 

Changes in the traJectories can be used tory and att i tude Of space vehicles. 

i n  determining atmospheric densities. It is  possible t o  simulate in the lab- 

oratory this A-ee-molecule flow regime of the vehicle through the use of ion 

and molecular beam appara,tus. Single-cmonent balances have been constructed 

for measuring drag i n  nearly free-molecule f10w1~2 but since the mmnentum 

accommodation coefficients may vary with angle of incidence, two-companent 

data are necessary t o  describe completely the interactions between ions and 

molecules and the surface of a space vehicle. 

.In order t o  fpeasure the forces on flat =tal  plates subjected t o  ion 

bombarhnt,  a two-component null-reading microbalance was designed and con- 

structed using the principle of the attracted disk electr-ter. 'Ithis balance 

is  capable of nreasuring forces of 2-3 micrograms in one direction and 4-3 micro- 

grams in the perpendicular direction, the difference probably being due t o  an 

%%alder, Jackson R., Goodwin, Glen, and Creager, Marcus 0.: A Catprison 

of Theory and Experiment for High-Speed Free-Mblecule Fiow. NACA Rep. 103.2, 1951.. 

%stermann, I., and Kane, E. D.: A Torsion Balance for hkasuring Forces 

i n  Iaw Density Gas Fluws. Jour. Appl. Phys., vol. 20,ono. 6, June 1949, 

pp. 608-610. 
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u n m t r i c a l  quartz suspension fiber. 

of ion-surfece interactions i n  the free-molecule flow region and has been 

used with ion beams with energies from 0.5 t o  4 kev. 

The balance was designed for the study 

In general. the operation of the balance involves the balancing out of 

the force imparted by the ion beam w i t h  an electrostatic force between two 

sets of parallel plates. By use of plates of known areas and separations, 

the ‘ion forces are calculated directly fromthe electr ical  potential differ- 

ences between plates necessary t o  n u l l  the balance. 

The two perpendicular farce-masuring components of the balance ( n o m  

and tangent t o  the target) operate on the principle of electrostatic attraction. 

The essential d r s  of each set are a fixed circular plate electrode supported 

by an insulator and a movable circular plate electrode attached, by means of the 

q-z rod network, t o  the target under ion banibardmeat. 

sham schemtically i n  Fig. 1. 

at the s a a ~  potential as the movable plate. 

the sam? perpendicular distance from the pivot point of the suspension. The 

arrange=& of the electrodes forms an electr ical  condenser; and if  the dis- 

tance 

itance will be very nearly C = - EOA in vacuum, A being the effective area of 

the plates. 

The arraagenrent is  

The movable plate i s  surrounded by a guard ring 

The electrodes and target are at  

S between plates is 6- canpared t o  the size of the plates, the capac- 

S 

!Be energy required t o  raise one plate  t o  the potential V 1  and the other 

t o  the potential V2 w i l l  be 

E = 2 C ( V 1  - V2)2 = - - ( V r  v2>2 
2 2 s  
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If the movable plate 

held constant, there will 

i s  given a small displacement, V1 and V2 being 

be a change in  the energy of the condenser wtrich 

w i l l  be equal t o  the mechanical work needed t o  displace the plate. 

d E = F d S  

when (Vl - V2) i s  i n  volts and F 

is  displaced due t o  the force of the ion bo&ardment of the target, the poten- 

t i a l  difference between the fixed and mvable plates required t o  restore the 

plates t o  their  original separation gives the force due t o  the ion bonibard- 

ment. 

movable plates have an effective area of 545 d. 

grams requires a potential difference o f  approximately 20 volts to  balance and 

a 100 microgram force requires a potent id  difference of approximately 65 volts 

t o  balance. 

i n  micrograms. Thus if the movable plate 

I n  the present balance the plates have a separation of 3.14 mm and the 

Thus a force of 10 micro- 

It has been assumed that a l l  the lines of force are straight and normal. 

t o  the plane of the disk. 

guard ring and the movable plate. 

between the guard ring and the movable plate, and therefore the effective area 

of the plate is equal t o  the area of the plate plus one-half the area of the 

gap* 

However, a few lines stray into the gap between the 

They may be assumed t o  divide equally 

The entire electrode system i s  shielded f r o m  the ion beam, and the ion 

beam from the electrodes, by a copper sheet (not shown in  the figures) . 
shield and the movable plates with guard rings and the target are normally at 

ground potential, but they may be raised t o  a positive potential so that the 

The 
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ion beam energy can be reduced without reducing the ion current. 

present ian beam ap~are;tus,~ the current drops rapidly for ion extraction 

energies less than abaut 1 kev. 

With the 

The movable element is constructed a8 s h m  schenm,ticaUy i n  Fig. 2 and 

is  nrrde, for the most part, of 1 mu fused-quartz rod suspended by a flexure 

fiber which was drawn in place a& i s  50 t o  60 microns i n  diameter. 

able element (quartz cross, quartz rod network, and moving disks) i s  an 

integral r igid structure (i.e . , a compound pendulum). The unique feature of 

the balance is the flexure fiber which not only SLIPPOIAS the movable element 

but also provides high torsional rigidity i n  addition t o  high bending flexi- 

bi l i ty .  

coated w i t h  gold by the vacuum evaporation process. 

the buildup of any electrostatic charge, provides a path f o r  the ion current, 

and i s  the conductor t h a t  naintains the moving disks at the s a m  potential as 

the guard rings. The entire suspended system i s  balanced so that the center 

of gravity i s  very slightly below the flexure. 

thus the sensitivity) is adjusted by changing the mss of the top counterweight. 

A measure of the sensitivity is found f’raan the period of oscillation of the 

system, high sensitivity carresponding t o  a long period. 

The mov- 

The entire suspension system as well as the fixed electrodes was 

The gold coating prevents 

The center of gravity (and 

The assembly and geometric a l i r r t  of the balance are precise. men the 

cross hair and quartz cross are coincident (the null position), the disks of 

the electrostatic units are parallel  and of knuwn spcing.  Mass balance of 

%der, Mchel, Witteborn, Fred C., and Snouse, Tharnas W. : Sputtering 

of fitals by Mass-Analyzed N2+ and N’. NASA R-105, 1961. 
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the suspension is achieved by the two  la te ra l  adjustment weights. 

adjustment i s  made with metal or quartz hangers. 

null  type, the final dinanent is made i n  the evacuated balance housing by 

applying appropriate potentials t o  the electrostatic units. 

A f ine 

Since the balance i s  of the 

HOUSING AWD OPTICS 

The vacuum housing for  the balance (Fig. 3) was constructed so that the 

balance couldbe rotated on an O-ring seal t o  allow the ions t o  impinge on 

the target at any desired angle. 

could be traversed perpendicularly t o  the ion beam in  order t o  aline the bean 

with the center of the target. 

for  the same purpose and was provided with a se t  of bubble levels t o  keep the 

instrument level. 

The housing was also made so that the balance 

The balance could also be raised or  lowered 

The optical system permitting obsermtion of the  alinement of the cross 

hair and quartz cross consists of a microscope with an appropriate vacuum seal 

and an adjustable illuminating light located outside the va,cuum housing. 

l ight  was adjusted so  that  a naxrowbright l ine  was obtained of the qua r t z  

cross t o  f ac i l i t a t e  alinement with the cross hair. 

. 

The 

BALANCE OPERATION 

To make force measurements, after the center of gravity has been adjusted 

for  the desired sensitivity, the system i s  evacuated and the ion beam focused 

on a probe a few centimeters i n  front of the tazget. The potentials of the 

two fixed electrodes are then adJusted so tiit the plates are at the proper 

separation, that is, so that  the cross hair and quartz cross are accurately 
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dined. 

two f h e d  plates are again adjusted t o  pll the movable plates back t o  the 

proper separations. 

force poten t ids  checked again t o  determfne any d r i f t .  

the two components of the force are determined. 

The ion beam is then focused on the tmget  and the potentials of the 

The ion beam is then removed from the target and the zero 

Fromthese potentials 

The minimum detectable forces were determined by observing the movement 

of the qu&z cross as potential differences were applied t o  the sets  of par- 

a l l e l  plates. For the greatest conveniently usable sensitivity, the balance 

i s  capable of measuring forces of 2-3 micrograms i n  one direction and 4-5 micro- 

grams i n  the perpendicular direction, the difference probably being due t o  an 

unsymmetrical quartz suspension fiber. Greater sensit ivit ies can be achieved, 

but as the point' of instabil i ty is  approached it is very diff icul t  and tedious 

t o  obtain a null. 

ion bombarrdment tends t o  increase the sensitivity of the balance by raising the 

center of gravity of the suspension. 

high sputtering rates, frequent adjustment i s  required. 

Because of the sensit ivity of the instrument, it was necessary t o  shock- 

Further, the sputtering away of the target material under 

Thus, f o r  tasget materials which have 

mt the entire ion beam apparatus in  order t o  eliminate vibrations due t o  

the operation of nearby machinery. 

After considerable practice it was possible t o  obtain a force reading 

approximately 1 &Ute after the ion beam was turned on the target. If the 

voltages of the fixed plates are increased by approximately the proper ammnt 

at fust the tbne the ion beam i s  allowed t o  strike the target, a null  can be 

obtained with a minimum of movement of the suspension system. It wits f m d  

that forces up t o  about 150 micrograms were easily measured whereas forces 
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greater than about 200 micrograms were difficult t o  meamre withuut allowing 

the suspension t o  be forced agalnst either the guard rings o r  the mechanical 

stop. 

of the counterbalance weights if the suspension syetem were allawed t o  h i t  the 

guard r h g e  or the mhan ica l  stop. 

there was frequently a shift of about 4 t o  5 micrograms in the normal force 

zero readings between the beginning and end of a force reading. This sh i f t  

is  believed t o  be related t o  the heating of the target material since it was 

always i n  the same direction and did not appear i n  the tangential force com- 

ponent. 

i n  a direction t o  affect the n0rma.l force component. 

The zero-force reading would frequently sh i f t  due t o  the s l ight  movlement 

During operation with intense beam powers, 

Distortions of the target due t o  thermal effects could sh i f t  the mass 

DATA AND EBRORS 

A typical set of two-component data is shown i n  Fig. 4. 

shown represents the mean of at least six force readings, each involving two  

zero-force readings. 

and give an indication of the magnitude of the random errors of the measure- 

ments. Results of measurements f o r  several ion-metal conibinations have been 

Each data point 

The data i l lustrate  the consistency of the measurements 

obtained. 

The errors are of both constant and random nature. The constant error 

results from'the uncertainty i n  the d u e  of the e f f ec t iE  areas of the plates 

and their separation distance. This e r r o r  was estimated t o  be approximately 

al.5 percent of the measured force. The random errors of alining the quartz 

cross with the cross hair were determined by measuring the same force a nwn- 

ber of times. The probable error of the mean of the readings taken f o r  a data 
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point is  of the order of +1.5 micrograms i n  the normal force and kO.5 microgram 

in the tangential force. 

dition, experience, and patience of the operator. 

These errors are variable due t o  the particular con- 

The fluctuations i n  the output current of the radio-frequency ion source 

varied with the ion used 88 well as With the ion energy. 

involved i n  re- the ion current were energy and ion dependent and ranged 

from about S . 5  percent t o  22 percent. The magnitudes of the ion currents were 

of the order of 10 to  40 mlcroemperes. Alinement and focusing difficult ies 

could also have contributed t o  the scatter of the data of Fig .  4. 

Thus the errors 
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FIGURF: TITLES 

Fig. 1. - Two-component electrostatic compensating force system. 

Fig. 2.- Balance suspension and electrode systems. 

Fig. 3. - Balance housing. 

Fig .  4.- Measured components of force on a copper target bombarded with 
2 kev NZ+ ions. 
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Fig. 1.- Two-component electrostatic compensating force system. 
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Fig. 2.- Balance suspension and electrode systems. 
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Fig. 4.- Measured components of force on a copper target bombarded with 
2 kev N2+ ions. 


